Measuring absolute spectral radiance using an Erbium Doped Fibre Amplifier 
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We describe a method to measure the spectral radiance of a source in an absolute way without 
the need of a reference. Here we give the necessary detail to allow for the device to be reproduced 
from standard fiber-optic components. The device is suited for fiber-optic applications at telecom 
wavelengths and calibration of powermeters and spectrometers at light levels from 1 nW to 1 uW. 



I. INTRODUCTION 



II. WORKING PRINCIPLE 
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Measurement of optical power, although extremely 
common in both industry and research remains relatively 
inaccurate, with standard commercial equipment having 
nominal uncertainties of the order of 5%. In a metrology 
laboratory, an absolute standard such as a cryogenic ra- 
diometer can achieve accuracies of 10 -4 [1 . This type 
of experiment however requires considerable time and ef- 
fort and is usually not available at the site where the 
measurement is needed. The accuracy of the calibration 
chain then limits the overall accuracy of the measurement 
to values which are typically of the order of 1%. Com- 
parisons of powermeters from different metrology labora- 
tories yield discrepancies of the order of 10 -3 [UII]- 

Furthermore, these accuracies are obtained for rela- 
tively high incident powers, of the order of 10 -3 W which 
is more than 10 orders of magnitude away form powers 
used in applications at the quantum level, as a photon at 
telecom wavelength has an energy of the order of 10 -19 J. 

We have recently demonstrated that the fidelity (de- 
gree of polarization at the output) of a cloning process 
(amplification) in an Erbium doped fibre can be directly 
related to the amount of input light [3] . This approach, 
conveniently based on fundamental laws of nature, re- 
quires a polarimetric measurement, which when used 
with commercial equipment limits the precision of the 
results. 

Here we present an alternative method for an absolute 
measurement which consists in comparing the sponta- 
neous emission of the amplifier P sp to the emission stim- 
ulated by the source P st . This method has been im- 
plemented using spontaneous parametric downconversion 
(SPDC) in bulk crystals [3H6] but the free-space nature 
of the setup makes it challenging to accurately count the 
number of spatial modes involved. Furthermore the ra- 
diances and gain that can be achieved in bulk crystals 
remain low. 

We have implemented this method (on/off technique) 
and found it to be more practical than the one requiring 
polarimetry. 



Spontaneous emission in an inverted atomic medium 
(as well as in parametric processes) can be seen as being 
stimulated by vacuum fluctuations. These fluctuations 
are an "omnipresent standard" [5 and stimulate exactly 
the same amount of radiation ja out as a radiance /ii n of 
one photon per mode would. 

A specific atomic medium, such as a length of Erbium 
doped fiber, will have a gain G defined in [3 as the in- 
crease in output radiance fi out for a given increase in 
input radiance /ii n : 
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The smallest value of gain is G = 1 representing a 
medium with no gain, where the output equals the input. 
Using this definition and assuming no loss, the number 
of output photons per mode /i out is: 



Mout — G /ii n + G — 1. 



(2) 



where the term G ji in represent the emission stimulated 
by the input light and the term G — 1 represents the 
spontaneous emission /io- 

The radiances above are expressed in number of pho- 
tons per mode, these unitless values can be converted 
into an optical power by multiplying them by the photon 
energy hv and by the number of modes per second N 
which is the inverse of the coherence time of the light: 
JV = 1/t c 0. 

Measuring the spontaneous and stimulated emissions 
with an uncalibrated (but linear) powermeter, the read- 
ing will be off by a constant k with respect to the real 
value so that the measured values are P* p and P* t are 
respectively: 
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Eqs. [3] and [4] can be solved to obtain ji- in independently 
from the powermeter calibration factor k: 
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Min = (1 - i/g)(p;jp* - 1) 



(5) 
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FIG. 1. Experimental setup: a stable ASE source is filtered and injected into a fully inverted Erbium doped fiber. At the output 
of this fiber the spectrum is measured with a spectrometer. The power of the source is controlled by a variable attenuator 
which also contains a shutter. The diode symbols represent optical isolators which both stop back-reflections and remove any 
remaining 980 nm light. 



G can be measured exactly with an uncalibrated but lin- 
ear powermeter so that the measurement of ji\ n is abso- 
lute. The power P in can be evaluated from the measured 
/iin as: 

^in = Min X h V X N (6) 

= /i in x h vjr c (7) 
= /i in x hc 2 /Xl c (8) 

The number of photons per mode /ii n is unitless and can 
therefore be measured absolutely without the need of any 
other standard. However the measurement of power de- 
pends on the coherence time and wavelength of the pho- 
tons, and is therefore tied to a standard of time or length 
(Eqj8|, which can be provided with extreme accuracy by 
a wavemeter. 

We would like to note that although the experimental 
setup and equipment used in this experiment are different 
from those of the "cloning radiometer" presented in [3] 
the underlying principles are very similar. In [3] the spon- 
taneous and stimulated emissions were distinguished by 
their polarization, whereas here they are distinguished in 
time. 



III. EXPERIMENTAL SETUP 

In practice an unpolarized, stable source (Amplified 
Spontaneous Emission) is filtered to define a specific 
wavelength and bandwidth and then injected into a fully 
inverted single mode Erbium Doped Fiber where it is am- 
plified. An uncalibrated but linear powermeter is used to 
measure the gain of the fiber (a relative measurement) 
and a spectrometer to measure the relative spectral radi- 
ances of the spontaneous and stimulated emission. The 
setup is schematically shown in Fig{l] 

This measurement scheme is particularly robust, as all 
losses after amplification (including polarization depen- 
dent losses) are equal for both the spontaneous and stim- 
ulated emission, and therefore cancel as shown above. It 
is then only necessary to accurately measure the input 
losses of the device to obtain the spectral radiance of 
the source in number of photons per mode. All the fibre 
used supports a single spatial mode and two polarization 



modes. Below we will look at each individual element of 
the radiometer before analyzing the overall setup. 



A. Source 

Although this radiometer can operate with a variety 
of sources such as Light Emitting Diodes or Amplified 
Spontaneous Emission sources, we have found it useful to 
develop a reference source which meets the requirements 
of both the radiometer and subsequent calibration of a 
powermeter. The most important aspect of the source 
is stability, as with a stable source and a stable power 
meter it is possible to evaluate the stability of all the 
other elements in the setup. It is also preferable for the 
source to be unpolarized as the effect of small polariza- 
tion dependent losses is greatly reduced. Another attrac- 
tive characteristic for a source is to have a low coherence 
time so that no interference due to small reflections can 
occur. 

A spontaneous emission source based on a short length 
of Erbium Doped Fiber (EDF) satisfies these require- 
ments: our setup is shown in Fig. [2] A 700 mW pump 
laser at 980 nm is injected into a wavelength division mul- 
tiplexer (WDM) and into the Erbium doped fiber. Most 
of the pump light then exits the EDF through an angle 
polished face (back reflection < — 60 dB). The EDF is 
kept short in order to generate a sufficiently small amount 
of light, usable with our radiometer. A short EDF (1mm 
to 5cm THORLABS ER30-4/125) also ensures that only 
a small fraction of the pump is absorbed and that the 
medium is well saturated over its entire length. With 
such a short fiber, stimulated emission is minimized and 
the generated light has a degree of polarization < 0.5%. 

Spontaneous emission at 1530 nm passes through the 
WDM and an isolator which plays the role of a long-pass 
filter to remove residual pump light. This light is then 
available for measurement. This source is very stable as 
the number of photons produced per second depends on 
the number of Erbium ions in the fibre and their lifetime, 
both being constant. Although in practice the medium is 
only mostly inverted , the ASE source is more than three 
orders of magnitude more stable than the pump laser.. 

When smaller powers are needed, for example to cali- 
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FIG. 2. Fiber source of spontaneous emission. An Erbium- 
doped fibre is backwards-pumped, the amplified spontaneous 
emission counter-propagating to the pump is separated with a 
wavelength division multiplexer (WDM), any residual pump 
light is removed using an isolator which has very strong at- 
tenuation for the pump light. 
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FIG. 4. Amplified spontaneous emission spectrum, a peak is 
present at 1530 nm and a flat region between 1540 nm and 
1544 nm. 



we chose a gain of approximately 10, a good compromise 
between low loss and high gain. In principle it is best 
to pump in the forward direction as to better saturate 
the fiber at its input, however here we pumped in the 
backward direction as this allows to verify the absence of 
any back-reflections as we shall see in the experimental 
procedure described below. 



FIG. 3. Saturation of the atomic medium: as the pump 
laser power P p is increased the spontaneous emission power 
-Pase increases as Pase oc P p /(P p + C) (fitted curve), the 
slope <9Pase/<9P p becomes 2000 times smaller as the pump 
laser power reaches 400 mW. 



brate single photon detectors, a shorter length of erbium- 
doped fiber can be employed. The amount of ampli- 
fied spontaneous emission grows exponentially with fiber 
length, however for short fibers it is approximately lin- 
ear with length. In order to obtain the small amounts 
of power required to calibrate single photon detectors it 
is necessary to use a very short length of Erbium doped 
fiber (< 1mm). This further improves stability, as the 
medium is more readily saturated. The fiber end is an- 
gle polished as to minimize back-reflections of the pump 
laser. 



C. Power meter 

The radiometer does not require the powermeter to be 
calibrated, however it must be stable in time and lin- 
ear. We used a Thorlabs PM100A with S154C InGaAs 
fiber head. The stability of the measurement was excel- 
lent: when measuring the ASE source, the Allan devia- 
tion had a minimum of 10 -5 for timescales of one minute 
and stayed below 10 -4 for days. The linearity was mea- 
sured by the Swiss federal office of metrology METAS 
to have an error of 0.4% over 60 dB, as shown in fig. [5j 
The nominal systematic error of this powermeter is 5%; 
this relatively high value appears to be given by the pres- 
ence of reflections and interference between the fiber and 
the diode. Custom detectors such as traps [8HTD] would 
perform much better in this respect. 



B. Erbium Doped Fiber Amplifier 

The Erbium Doped Fiber Amplifier employed in the 
radiometer is also of very simple construction. Consisting 
of a short section of single-mode (4/im) Erbium doped 
fiber in which the telecom light and a 980 nm pump are 
injected via a WDM. At the output most of the pump 
light is eliminated using another WDM and an isolator. 
For our application it is important not to saturate the 
gain, especially at the beginning of the amplifier where 
losses directly influence the measurement. For this reason 



D. Spectrometer 

To acquire the spectra we used an Anritsu MS9710C 
spectrometer which we calibrated against a Bristol In- 
struments 621 wavemeter. The calibration curve is shown 
in Fig. [6] The relative wavelength error due to even an 
uncalibrated spectrometer is of the order of 10 -4 and will 
become relevant only after the powermeter is improved. 
Once calibrated the error is of the order of 2 pm. The lin- 
earity of the spectrometer's vertical scale was not tested, 
however we checked that the offset was zero. 
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FIG. 5. Linearity of the powermeter measured by METAS, 
the Swiss federal office of metrology. The linearity seems 
good, having a deviation of only 0.4% between OdBm and 
—65 dBm. The last point, at —70.1 dBm has a deviation of 
1.3% mainly due to the background noise of the powermeter. 
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FIG. 6. Spectrometer calibration curve vs a wavemeter. The 
calibration error is of the order of 10 -4 • Once calibrated (lin- 
ear fit) the standard deviation of the residuals is 2 pm. 



E. Fibers and connectors 

We used standard fibers of two different core diameters 
at different points of the experiment: where only the 
telecom (1542 nm) light passes SMF28 fiber was used, 
whereas in elements which have both telecom and 980 nm 
light we employed fiber with a core diameter of 8 /im as 
to guarantee that both wavelengths propagate in a single 
mode. This results in losses at the interfaces between 
the two types of fibeiQ however the losses of the telecom 
light due to lesser guiding by the smaller-core diameter 
fiber were unmeasurable over the short lengths used in 
the experiment. 



In order to achieve best accuracy one would splice all 
the fibers as connectors (especially APC) can have losses 
which can change with time due to mechanical and ther- 
mal effects. Here however most fibers were connect or ized 
in the interest of flexibility and to better understand the 
limitations and stabilities of the individual elements of 
the experiment. 

The radiance fi- in measured by the radiometer corre- 
sponds to amount of light present at the beginning of the 
EDF. As the radiometer works in a single fiber mode, it 
is possible to calibrate its input losses by injecting refer- 
ence light back through the Erbium doped fiber (putting 
our source in position B of Fig [7]) and measuring the 
losses when making this input connection as illustrated 
in Fig. (7) 



A: Normal setup 



B: Connector 
Calibration 




FIG. 7. In order to calibrate the input losses of the EDF one 
injects light backwards through connector C3 and measures 
the amount of light P2 out of the EDF at C2. After this one 
makes the connection at C2 and measures the amount of light 
Pi coming out of CI. The input losses are then P1/P2. 



The losses at C2 can be measured precisely, and with- 
out introducing random error as this connection is made 
only once. 

When a radiometric measurement is made, the source 
is in position A and the reference light with which a pow- 
ermeter is calibrated is taken from CI. It is therefore 
important to estimate the losses at this connection. This 
is done with the source in position A and measuring the 
amount of light at CI and at C2. This is the last connec- 
tion that is made and will introduce a random error. We 
made this connection multiple times to evaluate its re- 
peatability and found it to be have a standard deviation 
between consecutive connections of 0.4%. It is possible 
to improve on this by only accepting the highest values 
for transmission as shown in Fig. [8] Using this method 
we reduce the error to 0.16%. 



IV. MEASUREMENTS 

To give a better idea of how a measurement is per- 
formed in practice here we go through the experimental 
procedure in detail^ 



These interfaces only occur for 1542 nm light which propagates 
in a single mode in both fibers; the overlap between these modes 
is constant however, i.e. losses are stable. 



2 The python script where these calculations are performed is at- 
tached to this article as supplementary material. 
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FIG. 8. Connection statistics. Making a connection without 
measuring its losses each time will result in a random error. 
We measured the amplitude of this random error to be 0.4%. 
However it can be reduced by only accepting connections with 
the highest values of transmission. In this case we observe 
that by rejecting values below a certain threshold we improve 
the repeatability to 0.16%. One measurement shows losses 
slightly higher than 1 (this should not be possible). 



C. Input power measurement 

We measure the input power and spectrum at connec- 
tor CI with a standard powermeter for later comparison 
with the results of the radiometer. Although the power- 
meter (Thorlabs PM100A with S154C head) is stable to 
four digits of precision, its reading is influenced by mul- 
tiple reflections and interference between the fibre con- 
nector and detector faces. The reading is also affected 
by the type of connector used, FC-PC or FC-APC. We 
evaluated this error to be of the order of 2% to 4%. 

The spectrum of the light which we inject into the ra- 
diometer is shown on fig. [9] and the input power is mea- 
sured at CI to be 131.8 nW. When calculating the effec- 
tive amount of light present at the input of the erbium 
doped fiber, one must take into account the connection 
losses measured above but also the fact that as the re- 
fractive indices of the fibers will match no reflection will 
occur at the interfaces, this factor represents an increase 
in transmission of 1.038. 



A. Checking absence of back-reflections 

The return loss of fiber connections can be very low 
if properly done, however it is important to verify that 
this is below our desired measurement accuracy. For this 
we disconnect the input of the EDF leaving the APC 
connector into a beam dump. We turn on the pump laser 
and measure the amount of light present at the output of 
the radiometer to be 10.84 /iW we then connect the input 
section (C2) and measure the amount of light again to 
be 10.81 fiW. No back reflections seem to take place in 
the equipment preceding the C2. 



B. Measure input and output losses 

To measure output losses light is fed through the EDF 
with the pump laser turned off. The amount of light at 
the output of the EDF (C3) is measured to be 14.12 nW. 
Connecting C3 we measure 9.889 nW so that the output 
transmission is evaluated to be T out = 0.7004 . 

We evaluate the input losses at connector CI by mea- 
suring the amount of light present in the input fiber be- 
fore and after making the connection, obtaining 133.3 nW 
and 102.3 nW respectively, corresponding to a transmis- 
sion of Tq\ = 0.7674 .The input losses are measured 
by turning off the pump laser, injecting light from our 
source backward through the EDF and measuring the 
amount of light before and after making the C2 con- 
nection. We obtain 20.12 nW and 17.63 nW resulting 
in Tq2 = 0.8762. The total input transmission will be 
= Tci x T C2 = 0.6725 . These relatively high losses 
are due to the different fiber core diameters employed in 
the setup. 
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FIG. 9. Relative spectra of the source light and spontaneous 
and stimulated emissions 



D. Measurement of the gain 

The gain is measured by looking at the increase of out- 
put power with input power. In practice we measure the 
difference in spontaneous and stimulated emission of the 
radiometer with the powermeter. We obtain 11.29 /iW 
with the source off and 11.80 /iW with the source on. Af- 
ter taking the input and output losses into account we 
can conclude that the fiber has an average gain of 8.08 
over the spectrum of the input light. In our case the gain 
is close to flat over the spectrum of the input light, how- 
ever it is in general possible to deal with non-flat gain, 
as a spectral measurement of the spontaneous emission 
of the radiometer can yield the spectral gain as follows. 
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We can rewrite eqjTJas: 
G(X) = 



AP in (A) 
APout(A) 



= /Ct(A) + l 
= k x y sp (X) + 1 



(9) 

(10) 
(11) 



where /i^ t (A) is the radiance of the spontaneous emission 
of the radiometer and y ap (X) is the uncalibrated measure- 
ment of this radiance, while A; is a calibration constant. 
The mean gain G over the measured input power spec- 
trum k Pin (A) will be: 



G 



^in(A) 



-dX 



Pin(X)dX 

This equation can be solved for k: 

G-l 



dX 



/c 



Pin(A)^ p (A) 
/ °° Pin (A) d\ 



(12) 
(13) 

(14) 



The mean gain G is measured with the powermeter as 
described above, whereas y S p(X) and P{ n (X) are measured 
with the spectrometer. The k value obtained can then 
be used in eq. 11 to get the spectral gain G(A). 



E. Calculating the radiance of the source 

Finally, all the parameters calculated above can be put 
into eq. [5] to obtain the radiance. All the raw data files 
for a typical measurement and the script used to process 
them are included in the additional information. The 
measured radiance is shown in fig. 10 , compared with 



the radiance measured by the combination of a calibrated 
powermeter and a spectrometer as described below. 



A (corresponding to a 'pixel' of the spectrometer) divided 
by the photon energy his, so that J = P(X)/hv. The 
number of temporal modes per second is the inverse of the 
coherence time l/r c = Av [7 j. The fibers we use support 
a single spatial mode but two polarization modes so that 
the total number of modes per second is N — 2 x Av. 
The number of photons per temporal mode in a small 
frequency bandwidth Av around frequency v can then 
be calculated from the measured power spectral density 
P{X)/Av: 



MA) 



2hvAv 
P(A)A 3 
2 he 2 AX 



(16) 
(17) 



It is interesting to note that the same result can be ob- 
tained with a different approach, detailed in Appendix A, 
which also includes a strict derivation of why the number 
of modes per second is Av. 

As described above, P(X) is calculated by multiplying 
the power measured by the powermeter by the normal- 
ized spectrum acquired with the spectrometer. The re- 
sults are shown on fig. [10] The radiometer measures a 
radiance which is 2% lower than that measured by the 
spectrometer / powermeter. 
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F. Comparison with a calibrated powermeter 



FIG. 10. Comparison between the spectral radiance measured 
with the powermeter and with the radiometer. 



We compare the spectral radiance /ii n (A) measured by 
the radiometer with that measured by a spectrometer 
normalized to a calibrated powermeter, calculated as 



AX 



(15) 



where P tot is measured with a powermeter and serves to 
normalize the powers P^ (A) measured for each spectrom- 
eter 'pixel' of width AA. 

The radiance is written in number of photons per mode 
as /i = J/N where J is the number of photons and TV 
the number of modes in a bandwidth dv and per unit 
time. The number of photons can be estimated as the 
measured power P(X) in the frequency range Av around 



V. DISCUSSION 

Although the absolute radiance measured with the ra- 
diometer agrees with that measured with a powerme- 
ter/spectrometer combination (which have a 5% nominal 
error), to rule out systematic errors, this kind of measure- 
ment should be done with the techniques and equipment 
of a metrology laboratory. We believe that the compar- 
ison with national standards will be interesting but will 
leave this as the subject of future work. Here however 
we can discuss the results in terms of linearity and sta- 
bility, which we have measured using a slightly different 
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technique: instead of the spectrometer discussed above 
we selected a narrow spectral bandwidth using a filter, 
the rest of the treatment remaining identical. 



Parameter Value Uncertainty Scaling Effect 
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FIG. 11. Linearity of our radiometer. Number of photons 
per mode measured by our radiometer versus transmission of 
the variable attenuator (linear scale). Residuals are magnified 
lOOx and show no sign of saturation. 
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FIG. 12. Stability over a period of two hours: the Allan 
deviation drops to a value of 10 -4 • 



A. Gain saturation and linearity 



G 8.08 

Wy sp 2 - 9 
Insertion loss 0.67 
Wavelength* 1541 nm 
AA* 5 pm 
PM Calibration* 0.98 



2% 



1/G 0.25% 



10- 4 %/dB y st /y sp 40ppm 



0.16% 
2 pm 
100 ppm 

5% 



Linear 0.16% 



A 



4 ppm 



Linear 100 ppm 
Linear 5% 



TABLE I. Summary of the uncertainties which play a direct 
role into our measurement of radiance. The starred (*) items 
only play a role when comparing our measured value of radi- 
ance with that of a powermeter. 



B. Error estimation 

Evaluating systematic errors is difficult. In particular 
some sources of error may remain unnoticed. Moreover 
loss mechanisms which we fail to take into account will 
influence our measurement in the same direction, i.e. we 
will always underestimate the input radiance. 

Table [I] includes an estimate of the error sources which 
we have evaluated which show that this system has the 
potential of making an absolute measurement of radiance 
with an accuracy better than 1%. A better error analy- 
sis requires the resources of a metrology laboratory. We 
hope that this paper stimulates further work by a spe- 
cialized team. 



VI. CONCLUSION 

In this work we have shown how a device capable of 
measuring absolute spectral radiance of a source can be 
built simply from standard telecom equipment. We dis- 
cussed the details of the implementation and shown how 
limiting factors such as gain saturation and input losses 
estimation can be dealt with. We believe that this work 
provides sufficient detail to be reproduced independently 
and in particular to be developed and validated by a 
metrology laboratory. 



This method, unlike the radiometer described in j3], re- 
quires the entire erbium doped fiber to be fully inverted 
under all operating conditions. Excess input light could 
deplete the number of atoms in the exited state and re- 
sult in losses that are only present when P st is being 
measured, and not when measuring P sp . This nonlinear- 
ity will result in a systematic error to our measurement, 
and although it can be accounted for, it is best avoided. 



Figure 11 shows that our device is linear up to an in- 
put radiance of 15 photons/mode (the optimal operating 
point for the radiometer is 1 photon/mode, or ^7nW). 
The stability of the radiometer was measured over two 
hours and found to be of 10 -4 as can be seen in figure 12 



VII. ACKNOWLEDGMENTS 

We are very grateful to Jacques Morel and Armin 
Gambon from the Swiss federal office for metrology 
(METAS) for useful discussion, for hints and ideas and 
for calibrating our powermeter. We are also grateful 
to Silke Peters and Stefan Kiick from the Physikalisch- 
Technische Bundesanstalt (PTB), Christopher Chunni- 
lall from NPL and Alan Migdall from NIST for useful 
discussion. We thank the Swiss NCCR QSIT for finan- 
cial support. 



8 



Appendix A: Radiance measured with a powermeter 

In the text we estimate the radiance of our source using 
a powermeter. The calculation relies on the definition of 
coherence time to count the number of modes per sec- 
ond. It is interesting to note that the same result can be 
obtained with a different approach. Consider Planck's 
blackbody radiation 



Bx(T) 



2hc 2 



\5 e hc/\kT _ l 



(Al) 



The last term can be identified as the number of pho- 
tons per mode. Hence, the spectral radiance (in units of 
W/(sr-m 2 -Hz)) of a source with /i photons per mode can 
be written as 



2hc 2 



A 5 



(A2) 



To obtain the spectral power density we multiply L\ by 
the beam surface tt uj 2 and the solid angle ir 2 which for 
a Gaussian beam is A 2 . We can write this power spectral 
density as 



P(A) _ 2 he 2 



So that 



AA 

where:P(A) 



MA) 



A 3 
-Ftot 



2hc 2 JZ P tnWd\ 



A 3 



Which using eq. 15 can be rewritten as: 

P(A)A 3 



2 he 2 AA' 



(A3) 
(A4) 

(A5) 
(A6) 



identical to eq. 17 



Appendix B: Coherence time of a frequency element 



Although we can trivially state that a frequency ele- 
ment Av has a coherence time of 1/Az/, it is reassuring to 



derive this using a more general approach. Fig. [13| shows 
the power spectral density of a small frequency element 
Av of our signal. We define this element as having a 
square shape which guarantees that there is no overlap 
between adjacent elements. The coherence time To is de- 
fine in terms of the autocorrelation function j(t) of the 
signal such that 



h(t)\ 2 dt. 



(Bl) 



This definition of r c in not arbitrary but is a measurable 
physical quantity tied to the length c r c of the unit cell of 



FIG. 13. Power spectral density function I(v) for a small 
frequency element Av centered at vq. 



photon phase-space as described in [7 . The autocorre- 
lation function j(t) is the fourier transform of the power 
spectral density I(y) so that: 



/oo 
I{v)e 27titv dv 
-oo 

sm(7rtAv) 



(B2) 
(B3) 



TltAv 

Integrating this function we obtain the coherence time: 



to 



poo 


sin(7rtAz/) 


' — oo 

1 


irtAv 



dt 



Av 



which is the trivial result that we expected. 



(B4) 
(B5) 
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